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Prevention, Substance Abuse and Men-
tal Health Services Administration, 
Room 815, 5600 Fishers Lane, Rockwall 
2 Bldg., Rockville, Maryland 20857. 

(b) HHS-certified laboratories shall 
have the capability, at the same prem-
ises, to perform both initial and con-
firmatory tests for specimen validity 
and for each drug and drug metabolite 
for which the HHS-certified laboratory 
provides services to the licensee or 
other entity. 

(c) An HHS-certified laboratory may 
not subcontract and shall perform all 
work with its own personnel and equip-
ment unless otherwise authorized by 
the licensee or other entity. 

(d) Licensees and other entities shall 
use only HHS-certified laboratories 
that agree to follow the same rigorous 
specimen testing, quality control, and 
chain-of-custody procedures when test-
ing for more stringent cutoff levels as 
may be specified by licensees and other 
entities for the classes of drugs identi-
fied in this part, and for any other sub-
stances included in the licensees’ or 
other entities’ panels. 

(e) Before awarding a contract to an 
HHS-certified laboratory, the licensee 
or other entity shall ensure that quali-
fied personnel conduct a pre-award in-
spection and evaluation of the proce-
dural aspects of the laboratory’s drug 
testing operations. However, if an 
HHS-certified laboratory loses its cer-
tification, in whole or in part, a li-
censee or other entity may imme-
diately begin using another HHS-cer-
tified laboratory that is being used by 
another licensee or entity who is sub-
ject to this part, as permitted by 
§ 26.41(g)(5). 

(f) All contracts between licensees or 
other entities who are subject to this 
part and HHS-certified laboratories 
must require the laboratory to imple-
ment all applicable requirements of 
this part. At a minimum, licensees’ and 
other entities’ contracts with HHS-cer-
tified laboratories must include the 
following requirements: 

(1) Laboratory facilities shall comply 
with the applicable provisions of any 
State licensor requirements; 

(2) The laboratory shall make avail-
able qualified personnel to testify in an 
administrative or disciplinary pro-
ceeding against an individual when 

that proceeding is based on urinalysis 
results reported by the HHS-certified 
laboratory; 

(3) The laboratory shall maintain 
test records in confidence, consistent 
with the requirements of § 26.39, and 
use them with the highest regard for 
individual privacy; 

(4) Consistent with the principles es-
tablished in section 503 of Public Law 
100–71, any employee of a licensee or 
other entity who is the subject of a 
drug test (or his or her representative 
designated under § 26.37(d)) shall, on 
written request, have access to the lab-
oratory’s records related to his or her 
validity and drug test and any records 
related to the results of any relevant 
certification, review, or revocation-of- 
certification proceedings; 

(5) The laboratory may not enter into 
any relationship with the licensee’s or 
other entity’s MRO(s) that may be con-
strued as a potential conflict of inter-
est, including, but not limited to, the 
relationships described in § 26.183(b), 
and may not derive any financial ben-
efit by having a licensee or other enti-
ty use a specific MRO; and 

(6) The laboratory shall permit rep-
resentatives of the NRC and any li-
censee or other entity using the labora-
tory’s services to inspect the labora-
tory at any time, including unan-
nounced inspections. 

(g) If licensees or other entities use a 
form other than the current Federal 
custody-and-control form, licensees 
and other entities shall provide a 
memorandum to the laboratory ex-
plaining why a non-Federal form was 
used, but must ensure, at a minimum, 
that the form used contains all the re-
quired information on the Federal cus-
tody-and-control form. 

§ 26.155 Laboratory personnel. 

(a) Day-to-day management of the 
HHS-certified laboratory. HHS-certified 
laboratories shall have a responsible 
person to assume professional, organi-
zational, educational, and administra-
tive responsibility for the laboratory’s 
drug testing facilities. 

(1) This individual shall have docu-
mented scientific qualifications in ana-
lytical forensic toxicology. Minimum 
qualifications are as follows: 
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(i) Certification by the appropriate 
State as a laboratory director in foren-
sic or clinical laboratory toxicology; or 

(ii) A PhD in one of the natural 
sciences with an adequate under-
graduate and graduate education in bi-
ology, chemistry, and pharmacology or 
toxicology; or 

(iii) Training and experience com-
parable to a Ph.D. in one of the natural 
sciences, such as a medical or scientific 
degree with additional training and 
laboratory/research experience in biol-
ogy, chemistry, and pharmacology or 
toxicology; and 

(iv) In addition to the requirements 
in paragraphs (a)(1)(i) through 
(a)(1)(iii) of this section, the respon-
sible person shall also have the fol-
lowing minimum qualifications: 

(A) Appropriate experience in analyt-
ical forensic toxicology including expe-
rience with the analysis of biological 
material for drugs of abuse; and 

(B) Appropriate training and/or expe-
rience in forensic applications of ana-
lytical toxicology (e.g., publications, 
court testimony, research concerning 
analytical toxicology of drugs of abuse, 
or other factors that qualify the indi-
vidual as an expert witness in forensic 
toxicology). 

(2) This individual shall be engaged 
in and responsible for the day-to-day 
management of the testing laboratory, 
even if another individual has overall 
responsibility for an entire multi-spe-
cialty laboratory. 

(3) This individual shall be respon-
sible for ensuring that there are 
enough personnel with adequate train-
ing and experience to supervise and 
conduct the work of the drug testing 
laboratory. He or she shall ensure the 
continued competency of laboratory 
personnel by documenting their in- 
service training, reviewing their work 
performance, and verifying their skills. 

(4) This individual shall be respon-
sible for ensuring that the laboratory 
has a manual of standard operating 
procedures that are complete, up-to- 
date, available for personnel per-
forming tests, and followed by those 
personnel. The procedures must be re-
viewed, signed, and dated by this re-
sponsible person whenever the proce-
dures are first placed into use or 
changed or when a new individual as-

sumes responsibility for management 
of the laboratory. This individual shall 
ensure that copies of all procedures and 
records of the dates on which they are 
in effect are maintained. (Specific con-
tents of the procedures are described in 
§ 26.157.) 

(5) This individual shall be respon-
sible for maintaining a quality assur-
ance program to assure the proper per-
formance and reporting of all test re-
sults; maintaining acceptable analyt-
ical performance for all controls and 
standards; maintaining quality control 
testing; and assuring and documenting 
the validity, reliability, accuracy, pre-
cision, and performance characteristics 
of each test and test system. 

(6) This individual shall be respon-
sible for taking all remedial actions 
that may be necessary to maintain sat-
isfactory operation and performance of 
the laboratory in response to quality 
control systems not being within per-
formance specifications, including er-
rors in result reporting or in the anal-
ysis of performance testing results. 
This individual shall ensure that test 
results are not reported until all cor-
rective actions have been taken and he 
or she can assure that the test results 
provided are accurate and reliable. 

(b) Certifying scientist. (1) HHS-cer-
tified laboratories shall have one or 
more certifying scientists who review 
all pertinent data and quality control 
results to certify the laboratory’s test 
results. 

(2) A certifying scientist shall be an 
individual with at least a bachelor’s de-
gree in the chemical or biological 
sciences, medical technology, or an 
equivalent field who reviews all perti-
nent data and quality control results. 
The individual shall have training and 
experience in the theory and practice 
of all methods and procedures used in 
the laboratory, including a thorough 
understanding of chain-of-custody pro-
cedures, quality control practices, and 
analytical procedures relevant to the 
results that the individual certifies. 
Relevant training and experience must 
also include the review, interpretation, 
and reporting of test results; mainte-
nance of chain of custody; and proper 
remedial action to be taken in response 

VerDate Nov<24>2008 11:14 Feb 26, 2009 Jkt 217030 PO 00000 Frm 00534 Fmt 8010 Sfmt 8010 Y:\SGML\217030.XXX 217030er
ow

e 
on

 P
R

O
D

1P
C

63
 w

ith
 C

F
R



525 

Nuclear Regulatory Commission § 26.159 

to aberrant test or quality control re-
sults, or a determination that test sys-
tems are out of control limits. 

(3) A laboratory may designate certi-
fying scientists who only certify re-
sults that are reported negative and 
certifying scientists who certify results 
that are reported both negative and 
adulterated, substituted, dilute, or in-
valid. 

(c) Day-to-day operations and super-
vision of analysts. HHS-certified labora-
tories shall assign one or more individ-
uals who are responsible for day-to-day 
operations and supervision of the tech-
nical analysts. The designated indi-
vidual(s) shall have at least a bach-
elor’s degree in the chemical or bio-
logical sciences, medical technology, 
or an equivalent field. The indi-
vidual(s) shall also have training and 
experience in the theory and practice 
of the procedures used in the labora-
tory, resulting in his or her thorough 
understanding of quality control prac-
tices and procedures; review, interpre-
tation, and reporting of test results; 
maintenance of the chain of custody; 
and proper remedial actions to be 
taken in response to aberrant test or 
quality control results, or the finding 
that test systems are out of control 
limits. 

(d) Other personnel. Other technicians 
or nontechnical staff shall have the 
necessary training and skills for their 
assigned tasks. 

(e) Training. HHS-certified labora-
tories shall make available continuing 
education programs to meet the needs 
of laboratory personnel. 

(f) Files. At a minimum, each labora-
tory personnel file must include a 
résumé, any professional certifi-
cation(s) or license(s), a job descrip-
tion, and documentation to show that 
the individual has been properly 
trained to perform his or her job. 

§ 26.157 Procedures. 
(a) HHS-certified laboratories shall 

develop, implement, and maintain 
clear and well-documented procedures 
for accession, receipt, shipment, and 
testing of urine specimens. 

(b) Written chain-of-custody proce-
dures must describe the methods to be 
used to maintain control and account-
ability of specimens from receipt 

through completion of testing and re-
porting of results, during storage and 
shipping to another HHS-certified lab-
oratory, if required, and continuing 
until final disposition of specimens. 

(c) HHS-certified laboratories shall 
develop, implement, and maintain a 
written manual of standard operating 
procedures for each assay performed 
for licensees and other entities for drug 
and specimen validity testing. The pro-
cedures must include, but are not lim-
ited to, detailed descriptions of— 

(1) The principles of each test; 
(2) Preparation of reagents, stand-

ards, and controls; 
(3) Calibration procedures; 
(4) Derivation of results; 
(5) Linearity of methods; 
(6) Sensitivity of the methods; 
(7) Cutoff values; 
(8) Mechanisms for reporting results; 
(9) Controls; 
(10) Criteria for unacceptable speci-

mens and results; 
(11) Reagents and expiration dates; 

and 
(12) References. 
(d) HHS-certified laboratories shall 

develop, implement, and maintain 
written procedures for instrument 
setup and normal operation, including 
the following: 

(1) A schedule for checking critical 
operating characteristics for all instru-
ments; 

(2) Tolerance limits for acceptable 
function checks; and 

(3) Instructions for major trouble-
shooting and repair. 

(e) HHS-certified laboratories shall 
develop, implement, and maintain 
written procedures for remedial actions 
to be taken when errors are detected or 
systems are out of acceptable limits. 
The laboratory shall maintain docu-
mentation that its personnel follow 
these procedures and take all necessary 
corrective actions. In addition, the lab-
oratory shall have systems in place to 
verify all stages of testing and report-
ing and to document the verification. 

§ 26.159 Assuring specimen security, 
chain of custody, and preservation. 

(a) The HHS-certified laboratories 
performing services for licensees and 
other entities under this part shall be 
secure at all times. Each laboratory 

VerDate Nov<24>2008 11:14 Feb 26, 2009 Jkt 217030 PO 00000 Frm 00535 Fmt 8010 Sfmt 8010 Y:\SGML\217030.XXX 217030er
ow

e 
on

 P
R

O
D

1P
C

63
 w

ith
 C

F
R


		Superintendent of Documents
	2014-09-26T14:39:13-0400
	US GPO, Washington, DC 20401
	Superintendent of Documents
	GPO attests that this document has not been altered since it was disseminated by GPO




